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Abstract
Purpose: To present a novel methodical approach to compare visibility of per-
cutaneous needles in ultrasound images.
Methods: A motor-driven rotation platform was used to gradually change the
needle angle while capturing image data. Data analysis was automated using
block-matching-based registration, with a tracking and refinement step. Every
25 frames, a Hough transform was used to improve needle alignments after
large rotations. The method was demonstrated by comparing three commercial
needles (14G radiofrequency ablation,RFA;18G Trocar;22G Chiba) and six pro-
totype needles with different sizes, materials, and surface conditions (polished,
sand-blasted, and kerfed), within polyvinyl alcohol phantom tissue and ex vivo
bovine liver models. For each needle and angle, a contrast-to-noise ratio (CNR)
was determined to quantify visibility. CNR values are presented as a function
of needle type and insertion angle. In addition, the normalized area under the
(CNR-angle) curve was used as a summary metric to compare needles.
Results: In phantom tissue, the first kerfed needle design had the largest nor-
malized area of visibility and the polished 1 mm diameter stainless steel needle
the smallest (0.704± 0.199 vs.0.154± 0.027,p< 0.01). In the ex vivo model, the
second kerfed needle design had the largest normalized area of visibility, and
the sand-blasted stainless steel needle the smallest (0.470 ± 0.190 vs. 0.127
± 0.047, p < 0.001). As expected, the analysis showed needle visibility peaks
at orthogonal insertion angles. For acute or obtuse angles, needle visibility was
similar or reduced. Overall, the variability in needle visibility was considerably
higher in livers.
Conclusion: The best overall visibility was found with kerfed needles and
the commercial RFA needle. The presented methodical approach to quantify
ultrasound visibility allows comparisons of (echogenic) needles, as well as
other technological innovations aiming to improve ultrasound visibility of per-
cutaneous needles, such as coatings, material treatments, and beam steering
approaches.

KEYWORDS
block-matching-based registration, bovine liver model, contrast-to-noise ratio, experimental meth-
ods, Hough transform, needle interventions, polyvinyl alcohol, ultrasound, visibility
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2 NEEDLE VISIBILITY IN ULTRASOUND IMAGES

1 INTRODUCTION

1.1 Clinical motivation

Needle identification in percutaneous ultrasound-guided
procedures can be a challenging task, especially in sit-
uations where there is a suboptimal ultrasound (US)
image quality. The quality may be reduced by numer-
ous factors, such as the presence of isoechoic sur-
rounding tissues, the presence of air or anatomical
structures in the image that produce artifacts, rever-
berations, comet tails, or acoustic shadows. In addi-
tion, panel settings including gain, time gain compen-
sation, and focus depth can be suboptimal for needle
visualisation.1 Other operator-related factors that may
complicate needle identification include acute needle
insertion angles, misalignment of the needle and imag-
ing plane, loss of probe contact, or insufficient conduc-
tive gel. It is therefore not surprising that most interven-
tional radiologists report that needles in interventional
radiology procedures need to be improved in terms of
visibility.2

During RFA in the liver, image guidance is critical
for tumor targeting, process monitoring, and treatment
response evaluation.3 Inadequacies in image guidance
can lead to incomplete tumor ablation.4 Needle place-
ment without proper visualization may result in unin-
tentional vascular, neural, or visceral injury.5 For US-
guided RFA, tumor recurrence and residual tumor tis-
sues are associated with incorrect needle placement
and incomplete ablation, which are related to tumor size
and location.6 Many commercial and prototype solu-
tions have been proposed to enhance visibility of nee-
dles in US imaging.7,8 This includes needle designs
and echogenic coatings,9 but also enhancements in the
imaging fields, for example, US beam steering.10

However, there is currently a lack of an objective
and efficient approach for the evaluation of the visibil-
ity of percutaneous needles in ultrasound imaging, as
well as of the efficacy of the existing methods for the
improvement of visibility.11 Percutaneous needle visibil-
ity analysis methods often contain manual steps, poten-
tially introducing bias.The development of objective and
automated evaluation methods would allow comparative
studies to be carried out between different types of nee-
dles and techniques for visibility enhancement,and thus
guide progress in this field.

1.2 Related work

Metrics to objectively quantify needle visibility have
been summarized in van de Berg et al.11 Typically, they
include a comparison of pixel intensity values sam-
pled at well-defined image foreground (FG, needle) and
adjacent background (BG, tissue) regions,8,12 for exam-
ple, a contrast-to-noise ratio (CNR).13 After an image

registration step, these visibility metrics may be retrieved
using a local optimum search.

Image registration is the process of spatially align-
ing a moving image with a target image. Registration
can be used in a multi-modality approach, by which
pre-operative planning information (MRI, CT) becomes
available during the intervention.14,15 Alternatively, reg-
istration can be used in a single-modality approach, in
which sequential images (real-time US) are matched
and stabilized, for example, to track objects in motion or
stabilize them in the image.

The US registration methods proposed in the sci-
entific literature can be divided into feature-based
and intensity-based approaches. Intensity-based
approaches register entire images or sub-images
with the aid of similarity metrics that compare intensity
patterns. Here, sub-image center-points provide the
corresponding feature points. In turn, feature-based
methods register a set of distinct points, lines, or
contours recognized in the image.

To register images during interventions in the liver,
numerous methods have been proposed including
speckle tracking,16,17 optical flow-based methods,18

landmark-intensity registration methods,19 feature-
based approaches using a Scale Invariant Feature
Transform (SIFT),20 and block-matching methods, in
which feature-based and intensity-based properties are
combined.21 During block-matching,points are matched
using intensity similarity, after which a global rigid-body
transformation is computed that best superposes the
corresponding points. A multitude of similarity metrics
have been evaluated, including sum of squared dif-
ferences (SSD), sum of absolute differences (SAD),
and normalized cross-correlation (NCC).22,23 Finally,
an outlier rejection step has been proposed to improve
block-matching results. In this step, aspects such as
geometric consistency and appearance information
can be evaluated.22 In addition, to eliminate cumulative
errors in the transform in case many sequential images
are registered, block-matching can be implemented
in a two-step approach consisting of a tracking and
refinement step.24

1.3 Contribution

Poor needle visibility is a persistent point of concern
in interventional radiology, radiotherapy, and other clin-
ical domains. A better understanding of causes of the
suboptimal needle visibility is critical to improve future
needle designs. This work has two major contributions.
First, we bring together a methodical approach to eval-
uate visibility of percutaneous needles in ultrasound,11

and a fast and robust block-matching based registra-
tion approach.22 The registration fixes the needle posi-
tion and orientation in the image and simplifies needle
tracking and visibility computations. The end result is an
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TABLE 1 Features of percutaneous needles included in the
study

ID Type Diameter (mm) Tip Surface

Steel-p1 Steel (c) 1 Conical P

Steel-p2 Steel (c) 2 Conical P

Steel-sb Steel (c) 2 Conical SB

Steel-edm1 Steel (c) 2 Conical EDM

Steel-edm2 Steel (c) 2 Conical EDM

Niti-u Nitinol (c) 2 Conical U

Trocar-u Trocar 18G 1.3 Diamond U

Chiba-u Chiba 22G 0.7 Bevel U

RFA-u RFA 2 Bevel U

Abbreviations: c, custom-made; EDM, electric discharge machining; P, polishing;
SB, sandblasting; U, unknown/untreated.

automated method for data collection and analysis of
the visibility of percutaneous needles in ultrasound
imaging. This is a translational step toward obtaining
an in vivo metric that can be used as a sanity check
to increase robustness or vigilance in automatic con-
trol and/or support tasks, as in the case of medical
robotics,25 when needle visibility is suboptimal.

Second, we use this method to compare the visibil-
ity of three commercially available needles (14G RFA,
18G Trocar, 22G Chiba) and six prototype needles for
a large range of needle insertion angles. It extends
our previous visibility study11 with data from phantom
tissue and ex vivo bovine liver models. The needles
varied in diameters, materials, and surface treatments
(treated by polishing, sandblasting, or electric discharge
machining). After ultrasound image collection, data pro-
cessing involved methods for filtering, line fitting, FG
and BG sample selection, and image intensity analy-
sis using CNR. A Hough-based feature recognition step
was added to measure CNR values for large angular
ranges.The area under the (CNR-angle) curve is used to
compare the effectiveness of needle surface conditions
on improving needle visibility in the ultrasound image.

2 MATERIALS AND METHODS

2.1 Percutaneous needles

Three factors that are considered important determi-
nants for needle visibility are the needle material, the
surface condition,and the needle diameter.Nine needles
with different characteristics (Table 1) were included in
this study (Figure 1). Three of them were commercially
available: 18G needle (Trocar, Cook Medical, Blooming-
ton, IN, USA), 22G needle (Chiba, Angiomed, Karlsruhe,
Germany), and a 2 mm RFA needle (RITA StarBurst,
AngioDynamics, Inc, Manchester, GA, USA). The other
six needles were custom-made. Five of them had an

outer diameter of 2 mm and one had an outer diameter
of 1 mm. The surface of the custom-made needles was
treated by polishing (P), sandblasting (SB), or electric
discharge machining (EDM).Two needles contain kerfed
EDM patterns resembling compliant joints in steerable
needle designs.26,27 Both kerf types were of equal size
(width = 0.1 mm, depth = 0.5 mm), but the second had
additional beveled edges (45◦ × 0.2 mm), which may
increase the specular reflections for a specific insertion
angle range.All custom-made needles were constructed
from stainless steel (Steel), except for one, which was
made from super-elastic nitinol (Nitinol). In the case of
commercially available needles, the surface treatment
was considered unknown (U).

2.2 Rotation platform

Needles were inserted through a template and into a
tissue specimen (Figure 1). The template was mounted
on a rotation platform, actuated by a stepper motor
(42BYGHM809, Wantai Motor, Jiangsu, China). The
motor rotated the needle and specimen, while the probe
was fixed, simulating gradual in-plane variations of nee-
dle insertion angles between 25–180◦. The stepper
motor was connected to a micro-stepping driver (Big
Easy Driver, Sparkfun, Boulder, CO, USA) and operated
at a constant angular speed of 0.1 rad/s (100 steps/s
with 6 400 steps in 2π rad),using a microcontroller board
(Arduino Uno R3, Arduino, Ivrea, Italy). Specimens were
cylindrical in shape and the specimen–transducer con-
tact was ensured with a linear micro-stage (PT1/M,Thor-
labs, Newton, NJ, USA). To standardize beveled-tipped
needle measurements, the bevel was always oriented
toward the ultrasound transducer.

2.3 Tissue specimens

The study was conducted in polyvinyl alcohol (PVA)
phantoms, similar to the ones used in.11 PVA is well-
established as a soft tissue-mimicking material with sim-
ilar acoustic properties to human tissue and is well
suited for US imaging.28,29 These specimens consisted
of a 4 m% super-hydrolyzed PVA (Selvol PVOH 165,
Sekisui Chemical Group, USA), 1 m% scattering agent
(Silica gel 60, Merck Sharp & Dohme [MSD], Germany)
solution in water. The solution was magnetically stirred
and heated for 30 min at 93◦C, before it was poured
in the same cylindrical container. Once the specimens
reached room temperature,they were placed in a freezer
and subjected to two freeze–thaw cycles, according to
the protocol described in de Jong et al.28

In addition, the experiment was conducted in an ex
vivo model of bovine liver. To ensure the stability of
the model and facilitate the acquisition of US images,
the ex vivo specimen was embedded in a gelatine
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F IGURE 1 Experimental set-up with an ex vivo model of bovine liver and the set of percutaneous needles used. The overview of the set-up
shows the liver sample, US transducer and US machine, as well as the needles used, including: (a) polished stainless steel (1 mm), (b) polished
stainless steel (2 mm), (c) sand-blasted stainless steel (2 mm), (d) EDM stainless steel I (2 mm), (e) EDM stainless steel II (2 mm), (f) nitinol
(2 mm), (g) trocar (18G), (h) chiba (22G), and (i) RFA (2 mm) needles. The kerfed needles are shown in a cross-sectional view, D1 and E1, where
a1 = a2 = 1 mm, b1 = b2 = 0.5 mm, and c2 = 45◦ × 0.2 mm

structure with a mass percent solution of 15 m% (Dr.
Oetker Gelatine; Bielefeld, Germany). This resulted in
cylindrical specimens with dimensions of 200 × 100 mm
(diameter × height).Needles were inserted to a depth of
100 mm, so that their tips coincided approximately with
the cylinder axis.

2.4 Image acquisition and processing

For each needle type, ten runs were captured in bovine
liver tissue and five runs in PVA. We used a curved-
array transducer (C5-2/60, 2–5 MHz; Ultrasonix Medi-
cal Corporation, Richmond, Canada), connected to the
US system (Ultrasonix MDP; Ultrasonix Medical Cor-
poration). The US system was set to a frequency of
4 MHz, an imaging depth of 15 cm, and a depth of
focus of 10 cm. The gain setting was set at 60% to
limit clipping of image intensity values. CustusX image-
guided therapy research platform was used to record
the US images in each trial.30 Images were imported
and postprocessed in MeVisLab (MeVis Medical Solu-
tion AG,Bremen,Germany) and Python programs.Each
image was aligned with respect to the first (refer-
ence) image for a robust and uniform needle visibility
quantification.

2.5 Ultrasound registration

Point-based rigid registration was performed in two
steps, as presented in Banerjee et al.24 In the tracking
step (step-I), the most recent consecutive images, tn-1
and tn, were aligned. The transformation matrices, Tn−1

n ,
were composed to obtain a total transformation estimate
relative to the reference image, T̃ ref

n = T ref
n−1 ◦Tn−1

n . To
minimize error accumulation, a refinement step (step-
II) was used to match the transformed moving image
with the reference image. This is equivalent to register-
ing images tref and tn in multiple small steps, instead
of a single large step. Although the two-step approach
is robust under conventional rotations,24 the large rota-
tions in our study result in changes in visible content,
that is, other orthogonal faces of tissue structures light
up. Therefore, to limit step-II outlier rejection, a new ref-
erence frame was taken every 25 frames. The resulting
block-matching approach is visualized schematically in
Figure 2.

2.6 Block-matching

Registration point selection for block-matching was
based on a regular grid with 10 mm spacing. A mask for
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F IGURE 2 Two-step US image registration with block-matching.
In the tracking step, consecutive images are rigidly aligned. The
inverse of the tracking history and new tracking step combined is
applied to frame tn. This tracked frame is compared with the
reference frame in a refinement step. For every 25th frame, a Hough
correction is added. The refined frame tn-ref consists of frame tn,
transformed (T ref

n ) so that the needle is optimally aligned with the
needle in reference frame tref

this grid was created using a binary image thresholding
step (T > 0), followed by a morphology closing opera-
tion, with kernel sizes of 2n+1 for the dilation (n = 5)
and erosion (n = 31) steps. The mask and set of regis-
tration points are shown in Figure 3b.

For each registration point in the fixed image, a
matching homologous point in the moving image was
sought. This was done by selecting a block of size
B = (Bx,By) = (5,5) mm around each point and
searching for a similar block within the search win-
dow Ω = (Ωx,Ωy) = (10,10) mm in the moving image.
The group of corresponding points was subjected to an
outlier rejection step that preserved distances between
points (geometric constraint, 𝜎G = 0.1). NCC was used
as a similarity metric for block-matching.22 Although
specimens were continuously rotating, inter-frame rota-
tions were assumed sufficiently small so that block rota-
tions were not required for matching.

Since we need to determine mean pixel inten-
sity in image samples positioned on needles with
diameters ranging between 0.7–2 mm, pixel-sized
(0.271 × 0.271 mm) registration errors would already be
large.Therefore, the selection of image FG and BG sam-
ples relied on a model-based fit, provided by the Hough
line parameters orthogonal distance to origin (𝜌) and line
angle (𝜃).

2.7 Hough line search

The Hough line search served three purposes. First of
all, it was used to determine the initial needle angle, θ0,

F IGURE 3 Image processing steps, showing: (a) an original US image, in this case with a needle with low visibility. The needle entry point
(gelatine to liver) is still prominent. (b) The associative set of naive registration points, with vectors indicating the motion found between
subsequent frames, and the mask used for point selection. (C) The registered image with the needle rotated horizontally, for the same image
( c–i) and for a US image with a needle with higher visibility (c-II). Foreground and background image samples were collected from the region of
interest (ROI), based on a Hough line search and CNR optimization. Input and output images for the Hough search are shown as green and red
ROI overlays (right top corners), respectively
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and orient the needle in the reference image horizontally.
Second, the Hough line provided a local search area to
evaluate needle visibility. Third, the line was used for a
final correction (after the tracking and refinement regis-
tration steps) to keep needles aligned, since (1) the reg-
istration reference frame was renewed every 25 frames,
and (2) the probe pushed against the rotating specimen,
resulting in small non-rigid deformations, which cannot
be corrected for using a rigid registration method.

The Hough-based correction was evaluated every
25th frame, upon reference image renewal. A correction
consisted of a rotation and vertical translation to realign
the needle, that is, the use of Hough line end-points
for horizontal corrections was avoided as the needle is
not equally visible along its full length. The correction
was only performed when the CNR value of image tn-1
exceeded a threshold of 1 or 1.5, for runs in liver tissue
and PVA, respectively. Values for this sanity check were
determined empirically and aim to invalidate corrections
when FG and BG samples were isoechoic.Since the val-
ues are low, corrections were accepted in most cases.

Hough analysis was performed within a 40 × 20 mm
region of interest (ROI), with a fixed and central posi-
tion in the image. The ROI was masked by an edge
detection image of itself and Otsu’s binarization was
applied for intensity-based thresholding of detected
edges, yielding a strongly reduced number of points
for the Hough analysis (resolution: 𝜃res = 1◦, 𝜌res =

1 pixel), shown in Figure 3c as green line segments.
Edge detection consisted of sequentially applying a
Sobel (y-direction, kernel size = 5 pixels) and Canny
(valuemin = 127, valuemax = 255) filter. A search among
Hough outputs was performed in which the minimum
vote threshold was increased until ten or less needle
candidates remained that complied to |𝜃 − 𝜃est| < 10◦

and |𝜌 − 𝜌est| <
ΔYROI

2
, where 𝜃est =

𝜋

2
, 𝜌est = 𝜌n−1 ≈

ΔYROI

2
and Δ YROI = 20 mm. These conditions dictate

that the lines are horizontal (with a maximum offset of
Δ𝜃 = 10◦, in comparison 25 frames is ∼7◦), and pass
through the ROI (location 𝜌est ≈

ΔYROI

2
, with accepted

departure Δ𝜌 =
ΔYROI

2
). The line with the shortest verti-

cal distance from the needle in image tn-1, evaluated at
ΔXROI

2
= 20 mm, was accepted. Finally, maximum nee-

dle visibility was evaluated in proximity to the moving
median position of the needle in the last ten frames.
These needle candidate reductions were needed to
maintain a robust and automated approach even when
visibility was poor or when other near-horizontal lines,
for example, reverberations, appeared in the image.

2.8 Needle visibility quantification

The CNR was used to evaluate the visibility of differ-
ent needle shaft types in ultrasound images. CNR was

defined as the absolute difference in image intensity
between an FG, IFG, and BG, IBG, sample, divided by the
standard deviation in BG intensity, 𝜎BG, as in11:

CNR (n) =

|
|
|
|
I
−FG

(n) − I
−BG

(n)
|
|
|
|

𝜎BG (n)

The FG sample size was 20 × d mm, where d is the
diameter of the specific needle.The BG samples all had
a size of 20 × 2 mm. FG and BG samples were sep-
arated vertically by 2 mm (Figures 3c-I and 3c-II). A
search was performed along the needle line to find the
sampling location with the highest CNR. In this search,
the y-coordinate was allowed to deviate ±1 mm from
the line (resolution 0.5 mm in x and y). For each image,
the registration angle, θr, and CNR value were stored
in a text file. Needle insertion angles were determined
by combining initial and registration angles, that is,
θ = θ0+ θr.

The dataset was sorted to ensure a monotonic
increase of θ, resampled (interpolation, θ0:0.01:𝜋) and
filtered (moving average, window = 5 data points) to
compute means and SDs along equal evaluation win-
dows. Polar plots showing the mean and SD of nee-
dle visibility (CNR) versus insertion angle (θ) were cre-
ated for each needle type. For each study model (PVA
and liver tissue), the area of visibility covered by each
needle was calculated. This area is defined as the
accumulation of CNR values over the needle insertion
angle range (∑CNR). The CNR values were normal-
ized with respect to the maximum value of each model.
The results obtained for each needle were presented
and compared with Wilcoxon signed-rank tests in R
version 4.00 (R Foundation for Statistical Computing,
Vienna,Austria). In addition,differences are indicated by
means of notched box plots. Every notched box has a
line marking the lower, median and upper quartile val-
ues, and whiskers represent the extent of the remain-
ing data, with dots showing the outliers. The boxes
whose notches do not overlap are significantly different
(p < 0.05).

3 RESULTS

The results show an increase in CNR values in the
ex vivo model compared to the PVA model (Figures 4
and 5). However, this increase is strongly centered at
the orthogonal needle angle,whereas CNR values in the
bulk of the angular range appear to be either equal or
lower in the ex vivo model, that is, the peak is a lot more
pronounced. The liver model data show higher values
and higher variability in visibility, compared to the PVA
model. Changes in diameter (steel 1 mm vs. 2 mm) or
material type (steel 2 mm vs. Niti 2 mm) did not present
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F IGURE 4 Needle visibility in PVA as a function of the insertion angle, showing means as black lines and mean ± standard deviations as
colored bands, based on five measurements per condition. Abbreviations: Chiba-u 22G, Chiba needle; CNR, contrast-to-noise ratio; Niti-u 2 mm,
nitinol needle; RFA-u 2 mm: RFA needle; Steel-edm1 2 mm, EDM stainless steel I needle; Steel-edm2 2 mm, EDM stainless steel II needle;
Steel-p1 1 mm, polished stainless steel needle; Steel-p2 2 mm, polished stainless steel needle; Steel-sb 2 mm, sand-blasted stainless steel
needle; Trocar-u 18G, trocar needle

clear effects on visibility. Results show that the steel-
EDM (with kerfs) and RFA needles are visible over a
wider range of insertion angles for both ex vivo and PVA
models. The kerfed needles provided the best visibility
results.

In the PVA model, the EDM1 needle had the high-
est area of visibility covered and the 1 mm Steel-p1 the
smallest (0.704± 0.199 vs.0.154± 0.027,p< 0.01).The
two EDM needles (EDM1: 0.704 ± 0.199, EDM2: 0.583
± 0.184) and the RFA needle (0.545 ± 0.065) obtained
similar results (Figure 6). The three needles showed a
statistically significant increase in the area of visibility
with respect to the rest (p < 0.05), except for the Chiba-
u needle (0.352 ± 0.202).

Regarding the overall visibility in liver tissue, the
EDM2 needle (0.470 ± 0.190) performed better than
most other needles (significant difference for 6 out
of 8 designs), with the Steel-sb 2 mm needle cover-
ing the smallest area of visibility (0.470 ± 0.190 vs.
0.127 ± 0.047, p < 0.001). This was followed by the
RFA needle (5/8) and EDM1 needle (3/8) (RFA: 0.380
± 0.240, EDM1: 0.324 ± 0.176) (Figure 7). Although
the EDM2 needle has the best performance in the
liver tissue environment, in the PVA model the dif-
ference with the EDM1 and RFA appears to be less
pronounced.

4 DISCUSSION

In this work, the relation between CNR and the inser-
tion angle was studied in PVA and ex vivo bovine liver
models, for a series of prototype and commercially avail-
able needles. Collection of data was automated by a
motor-driven rotation platform that gradually varied the
angle between the needle and the US probe (the inser-
tion angle). In addition, the data analysis was automated
by a two-step block-matching based registration that
aligned needles in sequential frames and enabled sub-
sequent quantification of needle visibility. Other objec-
tive methods for the analysis of visibility of percuta-
neous needles based on image intensity have been
presented.8,12,13,31 However, these analyses contained
manual steps,possibly introducing bias. In addition, they
typically use a selection of needle insertion angles,
whereas we present the full range of angles.

Needle visibility is strongly dependent on the inser-
tion angle, where the highest values are seen at orthog-
onal needle-probe angles (Figures 4 and 5). Other
studies also reported an increase in visibility of the nee-
dle near the 90◦ angle.13,32 This effect is caused by
specular reflections of US waves at the needle surface,
returning to the probe for orthogonal angles, but not
for acute angles. Of more interest is the width of the
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F IGURE 5 Needle visibility in liver tissue as a function of the insertion angle, showing means as black lines and mean ± standard
deviations as colored bands, based on 10 measurements per condition. Abbreviations: Chiba-u 22G, Chiba needle; CNR , contrast-to-noise ratio;
Niti-u 2 mm, nitinol needle; RFA-u 2 mm, RFA needle; Steel-edm1 2 mm, EDM stainless steel I needle; Steel-edm2 2 mm, EDM stainless steel II
needle; Steel-p1 1 mm, polished stainless steel needle; Steel-p2 2 mm, polished stainless steel needle; Steel-sb 2 mm, sand-blasted stainless
steel needle; Trocar-u 18G, trocar needle

F IGURE 6 Comparison between the areas defined by the CNR value according to the insertion angle of the needle in the PVA model. The
values of the area of visibility have been normalized to their maximum value (1,975.076 CNR*degree). Abbreviations: Chiba-u 22G, Chiba
needle; Niti-u 2 mm, nitinol needle; RFA-u 2 mm, RFA needle; Steel-edm1 2 mm, EDM stainless steel I needle; Steel-edm2 2 mm, EDM stainless
steel II needle; Steel-p1 1 mm, polished stainless steel needle; Steel-p2 2 mm, polished stainless steel needle; Steel-sb 2 mm, sand-blasted
stainless steel needle; Trocar-u 18G, trocar needle

specular reflection peak or the surface area under the
curve.A comparison of surface areas showed that mate-
rial treatments,such as the addition of kerfs by EDM,can
remarkably improve overall needle visibility (Figures 6

and 7). It seems that alterations to the needle surface
help enhance visibility under US imaging. Other stud-
ies also showed that the use of percutaneous needles
with mechanical modifications on the surface improved
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F IGURE 7 Comparison between the areas defined by the CNR value according to the insertion angle of the needle in liver tissue. The
values of the area of visibility have been normalized to their maximum value (3,129.562 CNR*degree). Abbreviations: Chiba-u 22G, Chiba
needle; Niti-u 2 mm, nitinol needle; RFA-u 2 mm, RFA needle; Steel-edm1 2 mm, EDM stainless steel I needle; Steel-edm2 2 mm, EDM stainless
steel II needle; Steel-p1 1 mm, polished stainless steel needle; Steel-p2 2 mm, polished stainless steel needle; Steel-sb 2 mm, sand-blasted
stainless steel needle; Trocar-u 18G, trocar needle

their visualization.8,12 In addition, we have found that
the included RFA needle has a relatively high visibility
(Figures 6 and 7). This needle is hollow and contains
pre-curved tines that can protrude to increase ablation
zones (they were retracted in this study). The metal–air
density transitions within the needle may have increased
reflections and improved visibility for a larger range of
angles. Another material-related factor that could affect
the visibility of RFA needles is their electrically insulating
coating. Arif et al. also obtained better visibility results
for the ablation needles, including RFA, in a comparative
study with commercial percutaneous needles.13 How-
ever, they analyzed the visibility of the needle tips under
3D ultrasound imaging.

When comparing results in PVA and liver tissue, the
90◦ angle peak was less prominent in the PVA model
(Figure 4) than in the ex vivo model (Figure 5), giv-
ing the appearance that the overall visibility was higher.
However, it should be noted that different radial plot
axes were used, as variability in data in liver tissue
was much higher than in PVA. In some cases, BG
samples in the liver could be near-black (i.e., 𝜎BG ≈ 0),
causing a rapid increase in CNR. In other cases, BG
and FG samples were isoechoic. In PVA, the BG sam-
ple was overall more consistent in intensity. This was
expected as PVA is a relatively homogeneous mate-
rial, whereas liver specimens contain different tissues
and transitions between structures, including ligaments
and vasculature,resulting in local variations in US image
intensity.

The CNR profile shapes and magnitudes in PVA
resemble those in our previous needle shaft visibility
quantification, in which a different US machine, image

capturing method, and data analysis were used.11 In
our former work, we initialized the analysis by interpo-
lating needle positions and angles based on manual
needle delineations in two frames, at the start and end
of captured videos. Our current work required only an
insertion angle estimate for the initiating Hough trans-
form, as needle visibility was not always high for the
acute starting angles. The registration uses a naive
and evenly distributed set of points in the US image
and does not specifically focus on needle stabilization.
Therefore, the Hough analysis was repeated every 25
frames to improve needle alignment between frames
under minor non-rigid deformations. In accordance with
the results presented in the previous study, the kerfed
needles showed the best visibility results in the ultra-
sound images (Figures 6 and 7).

The registration correction process is based on the
Hough transform, which is a robust algorithm for detect-
ing linear features in images, making it a widely used
technique for detecting needles in US images. This
feature extraction technique has been used in other
studies to address the difficulties of needle visualization
in US-guided procedures, mainly for needle detection,33

including curved needles.34 Similarly, it has been used
to develop automated methods for steering the ultra-
sound beam and keeping it perpendicular to the needle
during the procedure to enhance its visualization.35 The
feasibility of the application of this algorithm has also
been tested in the segmentation of needles in 3D US
images.36 In addition to needle identification, a method
for real-time tracking of percutaneous needles in US
images has been developed by combining Hough trans-
form and optical flow techniques.37
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The registration of US images based on a rigid regis-
tration method has some limitations. With the US probe
pushing against our rotating specimens, minor non-
rigid deformations were observed. Non-rigid registration
methods could be implemented to address deforma-
tions of the liver, also during real interventions. In addi-
tion, our analysis did not require a needle tracking step,
which would be needed to evaluate visibility during nee-
dle insertion. Real-time tracking of needles and quan-
tifying of visibility could assist uncertainty-based path
planning, for example, to avoid taking resolute control
decisions based on poor image conditions. In our cur-
rent work, we demonstrated this potential use of CNR
as a sanity check by accepting the Hough transform
correction only when the needle visibility in image tn−1
exceeded a predefined threshold.

5 CONCLUSIONS

This article presents an automated and objective
approach to evaluate visibility of percutaneous needles
in ultrasound images, using block-matching-based reg-
istration. In addition, the approach is evaluated in both
phantom tissue and ex vivo bovine liver models,by com-
paring the effect of diameter, material type, and surface
treatment on needle visibility. Visibility data (CNR val-
ues) were collection for a full range of needle insertion
angles. The analysis presented a higher visibility perfor-
mance for the kerfed needles. In particular, needle visi-
bility was high near the orthogonal insertion angles.The
approach can be used to compare technological innova-
tions, such as echogenic coatings, material treatments,
and beam steering methods. It may also be developed
into a quality check for automated planning or robotized
execution of needle interventions.
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