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The MemoSlide: An explorative study
into a novel mechanical follow-the-
leader mechanism

Paul WJ Henselmans, Stefan Gottenbos, Gerwin Smit and Paul Breedveld

Abstract
Follow-the-leader propagation allows for the insertion of flexible surgical instruments along curved paths, reducing the
access required for natural orifice transluminal endoscopic surgery. Currently, the most promising follow-the-leader
instruments use the alternating memory method containing two mechanical memory-banks for controlling the motion
of the flexible shaft, which reduces the number of actuators to a minimum. These instruments do, however, require con-
centric structures inside the shaft, limiting its miniaturization. The goal of this research was, therefore, to develop a
mechanism conforming the principles of the alternating memory method that could be located at the controller-side
instead of inside the shaft of the instrument, which is positioned outside the patient and is therefore less restricted in
size. First, the three-dimensional motion of the shaft was decoupled into movement in a horizontal and vertical plane,
which allowed for a relatively simple planar alternating memory mechanism design for controlling planar follow-the-
leader motion. Next, the planar movement of the alternating memory mechanism was discretized, increasing its
resilience to errors. The resulting alternating memory mechanism was incorporated and tested in a proof-of-concept
prototype called the MemoSlide. This prototype does not include a flexible shaft, but was fully focused on proving the
function of the alternating memory mechanism. Evaluation of the MemoSlide shows the mechanism to work very well,
being able to transfer any planar path that lays within its physical boundaries along the body of the mechanism without
accumulating errors.
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Introduction

Advancements in minimally invasive surgery (MIS)
have led to a reduction in the invasiveness of surgical
procedures, leading to less scar tissue, a lower risk of
infection, and shorter hospital stays.1–3 The field of nat-
ural orifices transluminal endoscopic surgery (NOTES)
strives to further reduce the negative effects of surgery
using natural orifices such as the mouth, nose, and anus
as the surgical entry point.4,5 This approach does intro-
duce technical challenges as the currently used rigid
Ø5-mm instruments designed for MIS are not able to
confine to the curved nature of the human anatomy but
dictate a straight path from entry point to lesion.
Making the Ø5-mm instruments flexible, as for example
the MultiFlex of Figure 1(a), could therefore extend the
reach of NOTES procedures in compact anatomical
areas.6,7

In order to maneuver a flexible instrument through
compact anatomical areas, its movements must be con-
trolled in such a manner that the instrument propa-
gates along a curved path, comparable to the motion of
a biological snake. A snake steers its head while the
remainder of its body follows the created path. In this
way, the snake is able to navigate through cluttered
environments while avoiding obstacles like the stones
in Figure 1(b). Chose et al. introduced the term follow-
the-leader (FTL) for this type of movement as the
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snake’s body follows the head that functions as the
leader.

In the following section, the state of the art in FTL
instruments will be discussed based on the used tech-
nique and its potential for miniaturization to Ø5mm.
Techniques that require interaction with the environ-
ments in order to propagate along a curved path, for
example, a catheter that is guided through a lumen, are
not considered. Only techniques that are able to move
in free space without guidance from the environment
are regarded as FTL instruments and will be discussed.

State of the art

Concentric tube robots are currently the thinnest exist-
ing instruments mentioned in research toward FTL
propagation.9–12 These instruments contain a telescop-
ing mechanism of pre-curved compliant tubes placed
concentrically within one another. Rotating or translat-
ing the tubes relative to each other causes them to inter-
act and deform, with the result that the instrument
changes shape. Based on a model of the interaction
between the tubes, a control sequence can be planned
in order to achieve FTL propagation.13,14 However, the
pre-defined curvature and compliancy of the tubes

restrict the propagation to only specific and relatively
simple paths, like a single bend or a constant curvature
helix, that have to be planned prior to the surgical
procedure.

A number of FTL instruments that can follow non-
specific paths without planning were also found in the
literature. Typically, their shafts contain multiple
degrees of freedom (DOF) that are independently con-
trolled by an individual actuator.15–23 These actuators
can be embedded in the shaft near the DOF they
actuate.15–19 Embedding the actuators within an
Ø5mm shaft is highly challenging while maintaining
sufficient power output at safe temperatures. With the
addition of a transmission system, the actuators can
also be placed outside of the shaft at the controller-side
of the instrument, for example, using cables that con-
nect the actuator placed outside the shaft to the DOF
in the shaft.20–22 Actuators placed at the instrument’s
controller-side, and therefore outside the patient, are
less restricted in size. The thinnest instrument found in
the literature using this approach is Ø8mm. Its shaft
consists of three telescoping segments that each can be
bend in 2 DOFs using cables. In principle, these instru-
ments could be miniaturized down to Ø5mm.20,21

Moreover, by connecting each DOF to an individual
actuator, the DOF can be independently controlled
which allows for propagation along non-specific paths
without the need for planning.

A downside of using an individual actuator for every
DOF in the shaft is that it requires a large number of
actuators. Moreover, as a complex three-dimensional
(3D) path requires more DOF in the shaft than a path
with a single curve, the complexity of the path that can
be followed becomes dependent on the number of
actuators in the system. As medical-grade actuators
(conforming to ISO 13485) are not cheap, for example,
a DC motor with gearhead can easily cost over e 200,
and it is preferable to use a minimal number of
actuators.24

There are instruments capable of propagating along
tortuous paths with less than one actuator for each
DOF.25–27 The most promising instrument is the highly
articulated robotic probe (HARP), which consists of
two concentrically placed arms that contain friction-
based locking systems to switch between rigid and flex-
ible states (Figure 2(a)).26,27 FTL propagation is
achieved by a series of alternating steps. First, the inner
arm is rigidified, while the outer arm is made flexible.
The outer arm is then advanced forward while using
cables to steer its tip in the desired direction (Figure
2(b)). Next, the outer arm is rigidified, while the inner
arm is made flexible (Figure 2(c)). The inner arm is
now advanced forward while being guided by the rigid
outer arm (Figure 2(d)). Once the inner arm catches up
with the outer arm, the sequence is repeated. The
HARP therefore only needs actuators for steering, rigi-
difying and advancing its arms, with the result that the
complexity of the path becomes independent from the
number of actuators.

Figure 1. Flexible surgical instrument and follow-the-leader
propagation. (a) The MultiFlex, an Ø5-mm flexible instrument
with 10 degrees of freedom.8 The instrument is controlled by
manually adjusting the shape of the handle, which is mimicked by
the flexible part of the shaft. (b) Snake moving through a
cluttered environment by transferring a curved path initiated by
its head along its body. This motion is referred to a follow-the-
leader propagation.
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The HARP’s outer diameter is 12mm and is difficult
to miniaturize down to the desired Ø5mm due to its
concentrically placed friction-based locking systems.
The locking systems are build out of a series of ball-
joints, which can be pressed together via cables to
induce friction creating a friction torque around
the joints and therefore rigidifying the shaft.
Miniaturization of the shaft’s diameter with a scaling
factor of s reduces the moment arm of the friction tor-
que with factor s, therefore increasing the required fric-
tion force by the same factor s. Moreover, the surface
area of the friction force will decrease with factor s2.
The increase in friction force and decrease in surface
area will cause the material stress to increase with fac-
tor s3, making it very difficult to avoid plastic deforma-
tion. The HARP’s method of FTL propagation is,
however, very interesting: where normally the path
information is measured and memorized by a computer
that drives a set of actuators, one for each DOF, the
HARP is based on two mechanical memory-banks (the
two concentric arms) that alternate between copying,
memorizing, and shifting the path information. The
result is that the complexity of the path becomes inde-
pendent from the number of actuators. In this article,
this method for FTL propagation will be referred to as
the ‘‘Alternating Memory method’’ or AM method.

Problem statement and goal

An instrument using the AMmethod for FTL propaga-
tion alternates the path information between two
mechanical memory-banks. The advantage is that the
instrument does not require an actuator for every
degree of freedom (DOF) in its flexible shaft, with the
result that the number of actuators is fixed and becomes
independent of the complexity of the path. Placing the
memory-banks inside the instrument’s flexible shaft
does, however, impede miniaturization of the shaft, as
seen in the HARP. In this article, we introduce a novel
concept using the AM method for FTL propagation,
while focusing on the development of a control mechan-
ism that can be located at the controller-side of the

instrument, which is outside of the patient and therefore
less restricted in size.

Mechanism design

Miniaturization of the shaft with the cable-ring
mechanism

If the memory-banks are placed at the controller-side of
the instrument, then the motions of its memory-banks
have to be transported toward the flexible shaft. This
can be realized by the cable-ring mechanism in which a
set of steering cables is enclosed in a ring between two
springs as illustrated in Figure 3.28

By fixing cables at intermediate points along the
length of the shaft, the maneuverability of the shaft is
enhanced. The MultiFlex of Figure 1(a) is an example
of a cable-ring controlling five segments with a total of
10 DOFs within a Ø5mm shaft.8 The elegance of this
mechanism is that the cables keep each other aligned,
which eliminates the need for additional guiding com-
ponents while maximizing the number of cables. The
number of cables in a cable-ring can be calculated by

ncables =
2 � p � rc
dcable

ð1Þ

(a) (d)(c)(b)

Figure 2. Schematic 2D drawing showing the functioning of the HARP consisting of two concentrically placed flexible arms which
can both be independently locked.26,27 (a) Inner-arm locked and outer-arm made flexible, (b) Flexible outer-arm advanced forward
while steering, (c) Outer-arm locked and inner-arm made flexible, (d) Inner-arm catches up with outer-arm. For explanation, see text.

Figure 3. Cable-ring mechanism. Left: schematic cross-
sectional view of a cable-ring mechanism. Cables are enclosed in
a ring by an inner-spring and an outer-spring. Right: schematic
side view of a cable-ring segment in bent position. Assuming that
the centerline (S) does not change length, the absolute length
change (|DL|) of antagonist cables is equal.
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where rc (mm) is the radius of the cable-ring and dcable
(mm) the diameter of the cables. For a Ø5-mm shaft
design including Ø0.2 mm stranded steel cables and an
outer-spring with Ø0.2 mm wire, the maximum radius
of the cable-ring will be 2.3mm. This allows for
approximately 72 cables. Using four cables to control
each segment in 2 DOFs, this shaft design allows for a
maximum of 18 segments with a total of 36 DOFs at a
diameter of only Ø5mm. The cable-ring mechanism
thus offers a convenient solution to transport the
motions of the memory-banks from the controller-side
to shaft, while enabling miniaturization of the shaft to
the desired dimensions.

The cables can be guided from the proximal side of
the shaft toward the memory-banks using, for example,
pulleys, tubes, guiding slots, or Bowden cables. Such
guiding methods are commonly applied in steerable
instrumentation.29–31

The function of the memory-banks is to control the
distance over which a cable is pulled or released.
Assuming that segment bends with a constant curva-
ture as illustrated on the right of Figure 3, the distance
over which a cable travels (DLc, mm) relates to the
radius of the cable-ring (rc, mm) and the bending angle
of the segment (a, rad) as

DLCj j= rc � a ð2Þ

Equation (2) shows that in order to reach a bending
angle of 100� with the proposed cable ring dimensions,
a cable needs to be shifted over 64mm. Equation (2)
holds for both a cable that is pulled and its antagonist
that is released.

Cable control for FTL propagation

A two-dimensional (2D) representation of a shaft con-
nected to the cables of a cable-ring is shown in
Figure 4(a). The shaft consists of N=4 segments, the first
segment being the leader segment, and the other three seg-
ments being the follower segments. At the controller-side
of the instrument, the cables controlling the four segments
in the shaft are connected to components referred to as
control-points. From equation (2), it is clear that the
absolute length changes between antagonist cables is
equal, consequently antagonist cables can be connected at
opposite sides of the same control-point. A sideways
translation of a control-point results in a rotation of the
connected segment. The configuration of all control-
points together determines the overall shape of the shaft.

FTL propagation can be realized by repeating the
following two actions as indicated by the arrows in
Figure 4. Starting with steering, the direction of the
leader segment is changed by translating the first con-
trol-point (the leader control-point) sideways
(Figure 4(b)). Following with advancing, the instru-
ment is pushed one segment length forward while the
steering action given to the first segment is transported
along its adjacent segment. This shifting of information
also occurs between the other segments, that is, the
position of control-point 1 is moved to control-point 2,
the position of control-point 2 is moved to control-
point 3, and so on (Figure 4(c)). Next, the leader-ele-
ment is steered to another direction (Figure 4(d)), after
which another advancing step is made (Figure 4(e) and
(f)). During FTL propagation, the steering and advan-
cing actions are repeated multiple times.

(a) (b) (c) (d) (e) (f )

Figure 4. Two-dimensional schematic representation of cable control for follow-the-leader (FTL) propagation. Arrows with an ‘‘S’’
stand for a steering action. Arrows with an ‘‘A’’ stand for an advancing action. Labels (a) to (f) inclusive indicate a sequence of
configurations, which are further explained in the text. The brace is used in Figure 5.
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The AM mechanism

For updating the positions of the control-points during
the advancing action, a mechanism needs to be added
at the controller-side of the instrument in Figure 4. This
mechanism must interact with the control-points so that
their positions are moved to the adjacent control-points
as the instrument moves forward. A mechanism with
this functionality is shown in Figure 5 and will be
referred to as the AM mechanism. The basic compo-
nents of the AM mechanism are a memory-bank and a
set of memory-elements. The memory-bank encloses
the memory-elements and can slide vertically over a dis-
tance of one segment. The memory-elements can slide
individually from left to right within the memory-bank.
They contain wedge-shaped grooves enclosing the con-
trol-points that control the segments. These wedge-
shape grooves enable the memory-elements to copy the
position of a control-point.

The configuration of the memory-elements and the
control-points can be memorized by locking them in
position. This locking occurs in an alternating fashion,
that is, when the control-points are locked, the mem-
ory-elements are released, and vice versa. A locked
component is visualized in Figure 5 by a cross inside
the component, for example, in the left part of Figure 5
the control-points are locked while the memory-ele-
ments are released.

Looking at the advancing action for FTL propaga-
tion, highlighted by the brace in Figure 4, the function-
ing of the AM mechanism is based on the following
four steps (see arrows in Figure 5):

1. The positions of the memory-elements are locked,
after which the control-points are released.

2. The instrument with the control-points is slid one
step upward while the memory-bank holds its posi-
tion. The wedge-shaped grooves in the memory-
elements force the control-points to align with the
locked memory-elements.

3. The positions of the control-points are locked,
after which the memory-elements are released.

4. The memory-bank is slid one step upward to its ini-
tial position relative to the instrument. The wedge-
shaped grooves of the memory-elements now force

the memory-elements to align with the locked con-
trol-points, reading out the new position of the
control-points.

The mechanism thus alternates between copying, mem-
orizing, and shifting path information by copying and
sliding the position of the control-points.

Proof-of-concept prototype

In order to test the AM mechanism of Figure 5, the
mechanism was translated into a proof-of-concept
(PoC) prototype called MemoSlide (Figure 6). The
MemoSlide was designed to control a shaft with
N=11 segments, that is, 1 leader-element and 10 fol-
lower-elements. The PoC prototype does not yet
include a flexible shaft; its design was purely focused
on testing the novel concept of the AM mechanism.

The control-points of the mechanism that were pre-
viously unsupported are now supported to leader and
follower-elements as shown in Figure 6(a). In the
MemoSlide, the motion of these elements is constrained
so that they can only translate sideways. Above the
memory-elements and follower-elements, two locking-
bars were added that lock the memory and follower-
elements. Two sets of cams, a left set and a right set
(Figure 6(c)–(e)), regulate the locking motion as well as
the sliding motion of the memory-bank. Operating the
mechanism is realized by a steering wheel and crank.
With the steering wheel, the user can control the steer-
ing action of the leader-element. Rotating the crank
drives the cam mechanism that sets the advancing
action for FTL propagation in motion.

A detailed view of the locking-bars and the cams is
given in Figure 6(d) and (e). The bottom part of the
two locking-bars is fitted with a row of three teeth, and
each of the memory and follower-elements are fitted
with an array of similar teeth. Controlled by the cams,
the locking-bars are raised or dropped, interlocking
their teeth with those of the memory or follower-ele-
ments, respectively, resulting in releasing and locking
of the corresponding elements.

The cams regulate the four steps of the AM mechan-
ism, represented by the up/down motion of the

Figure 5. The instrument of Figure 4 drawn without the shaft with the addition of an alternating memory (AM) mechanism. The
figure zooms in on the advancing action above the brace of Figure 4. For explanation, see text.
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locking-bars and the forward/backward sliding motion
of the memory-bank. Locking and releasing the lock-
ing-bars is realized by connecting the bars to horizontal
rods that slide in oval-shaped grooves within the cams
(Figure 6(e)). Rotating the two cams results in the
required up/down motion of the bars, in a way that the
two bars are out of phase, so that a simultaneous rota-
tion of both cams will result in the alternative locking
and releasing of the follower and memory-elements as
shown in steps 1 and 3 of Figure 5.

The range and discrete step-size of the steering
action, and the range of motion of the entire shaft, are
determined by the dimensions of the wedge-shaped
groove, the distance between the teeth and the number
of teeth, respectively. The dimensions of the wedge-

shaped groove are based on its width (w) and angle (u)
(Figure 6(b)). The maximum travel distance of a cable
was calculated to be 4mm. To accommodate left and
right steering, the width of the wedge-shaped grooves
needs to be at least twice as long and was set at 8mm.
Various wedge angles are possible; for this design, an
angle of 45� was chosen based on initial tests to find a
good balance between the sliding distance and opera-
tion force. In future designs, this angle can be further
optimized. The distance between the teeth was chosen
to be 1mm. Using equation (2), each interval translates
to a 25� bend of a shaft segment. The number of teeth
was set on 31, which means the shaft would be able to
bend 375� in both direction starting from its initial
straight position.

Figure 6. The proof-of-concept prototype MemoSlide: (a) schematic representation with the control-point now supported by the
leader and follower-elements. (b) Close-up of the control-points and wedge-shaped grooves in the MemoSlide. (c) Top view of the
MemoSlide showing all its components. The steering wheel is used for the steering action of Figure 4, moving the leader-element to
the left of right. The crank is used for the advancing action of Figure 4, rotating the cams that regulate the locking of the elements
and the sliding motion of the memory-bank. The sliding motion of the memory-bank is initiated by the height profile on the
circumference of the left cam pushes the left locking-bar downward. (d) 3D View of the cam-driven discrete locking system. (e) The
oval-shaped grooves in the cams regulate the lowering and raising of the locking-bars, respectively, resulting in the locking and
releasing of the corresponding elements.
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The MemoSlide was fabricated and is shown in
Figure 7. The device has a footprint of 129mm by
143mm, about the size of an A5 piece of paper, and a
height of 102mm. The control-points of the mechanism
were embodied by a set of ball bearings attached to the
bottom of the follower-elements as to realize a smooth
interaction with the wedge-shaped grooves of the mem-
ory-elements (Figure 7(a)). Another set of ball bear-
ings, attached to the top of the follower-elements, run
through slots in a bronze plate shown at the top of the
mechanism in Figure 7(b). This plate was added to
smoothly guide the sideways motion of the elements.
Most components were made out of aluminum,
whereas bronze bushings was used for parts involved in
sliding contact. The axes that support the cams and
steering mechanism were made of stainless steel due to
its strength and low friction coefficient with the bronze.
The result is that MemoSlide operates smoothly with a
very low required operating force on the crank.

Functional evaluation

The MemoSlide was developed in order to prove the
concept of the AM mechanism. As an example, the

series of photos in Figure 7(c) show a triangular path
that is propagated through the MemoSlide. Initially, all
follower control-points (denoted by white dots in
Figure 7(c)) are aligned at the center of the prototype,
which relates to a straight shape of an instrument shaft.
The motion starts with a steering action to the right
and continues with a series of other steering action cre-
ating a triangular path that is transported along the
adjacent segments by alternately rotating the steering
wheel and rotating the crank. A video of the function-
ing MemoSlide can be found online alongside the digi-
tal version of this article.

During the triangular path of Figure 7(c), the torque
on the crank was measured to be between 0.875 and
3.5N/mm. The peak torque was measured during the
sliding motion of the memory-banks, while the lowest
amount of torque was measured when only the cams
were moving and can thus be credited to the friction
between the bronze slide bushings of the cam system.

The MemoSlide mechanism works in two directions.
By turning the crank clockwise, the positions of the
control-points propagate downward in Figure 7(c) and
by turning the crank counterclockwise the positions of
the control-points propagate upward in Figure 7(c).

Figure 7. Finished MemoSlide: (a) close-up of the interaction between the memory-elements (left) and the follower-elements
(right), each follower-element containing two ball-bearings, one at the top and one at the bottom, the bottom one interacting with
the wedge-shaped grooves. (b) Photo of the entire prototype with the top ball-bearings of the follower-elements guided through
slots in a bronze plate and displaying—as an example—a triangular path. (c) Top view of the MemoSlide showing a triangular path
propagating through the mechanism. A video of the functioning MemoSlide can be found alongside the digital version of this article.
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This reversibility allows for the re-shaping of the shaft
by retracting the shaft up to the point where a change
of shape is desired. More importantly, it ensures that
the instrument’s shaft can be retracted along the same
path over which it was propagated.

Discussion

The range of the MemoSlide

The elegance of the AM mechanism in the MemoSlide
is that it can create a large amount of different paths
with only steering and advancing actions as input. The
number of paths can be calculated by

number of paths= srN ð3Þ

where sr is the steering range, that is, the number of
discrete positions one can choose from during a steer-
ing action, and N is the number of elements. The
MemoSlide includes 11 elements (N=11) and its steer-
ing range is equal to 9 discrete steering positions (4
positions of the leader-element to the left, 4 positions
of the leader-element to the right, and 1 position in
the middle relative to the adjacent follower-element)
(sr=9). As a result, MemoSlide has the potential to
create a total of nine12 different paths. In its current
design, however, the array of 31 teeth on the elements
is not enough to support all these paths. The next para-
graph will discuss how the design choices of the AM
mechanism affect the functioning and range of motion
for a cable-ring actuated shaft.

Design choices

The design choices that mainly affect the functioning of
the mechanism are the size of the teeth, the play
between interlocked teeth, and the angle of the wedge-
shaped grooves. The size of the teeth determines the
level of discretization of the steering action. Smaller
teeth will increase the level of discretization, but are
weaker and more challenging to fabricate. The teeth
were fabricated out of high-strength aluminum
(Al7075) using electric discharge machining that, as
opposed to other machining techniques as milling or
sawing, does not create any reaction force on the mate-
rial preventing the teeth to deform during machining.
The interval of the teeth was set on 1mm, and the teeth
were given a thickness of 0.45mm while the gap
between the teeth was set at 0.55mm. As a result, there
is a maximum of 0.1mm play between interlocked teeth
ensuring them to interlock smoothly, yet influencing
the precision of the mechanism itself. The play between
the teeth could be eliminated by giving the teeth a tri-
angular shape instead of their current rectangular
shape.

The overall dimensions of the AM mechanism are
mainly dictated by the width of the memory-elements,
which is determined by the angle (u) and width (w) of
the wedge-shaped grooves (Figure 6(b)). A larger wedge

angle would allow for thinner elements and thus a more
compact AM mechanism design, yet also increases the
operating force of the AM mechanism. As the AM
mechanism is placed outside the patient, its size is less
crucial, and smaller wedge angles were therefore chosen
for a smoother functioning of the mechanism.

The MemoSlide as a surgical instrument

The schematic representation of Figure 8(a) illustrates
how the MemoSlide’s AMmechanism can be integrated
into a functional surgical instrument. The instrument is
visualized by a cart, which holds the AM mechanism
and flexible shaft and runs over a gear rack that is fixed
to the ground (Figure 8(a)). The leader and follower-
elements of the AM mechanism will be connected to the
segments of the flexible shaft by cables, as illustrated in
Figure 4 (cables not drawn in Figure 8(a)). A joystick is
connected to the leader-element and used to steer the
leader-element (top Figure 8(a)).

The movements of the AM mechanism can be syn-
chronized with the forward and backward movement
of the instrument by including two sets of wheels on the
cart. One set supports the leader and follower-elements
and the shaft and is connected to the corresponding
locking mechanism. The other set supports the mem-
ory-bank and is also connected to the corresponding
locking mechanism. In this way, the shaft can be moved
forward or backward when the memory-bank is locked,
corresponding to step 2 in Figure 5. When the leader
and follower-elements and thus the shape of the shaft is
locked, the memory-bank is free to slide back, corre-
sponding to step 4 in Figure 5.

During the advancing step of FTL propagation as
illustrated in Figure 4, the shaft is pushed one step for-
ward during which its shape is transformed. This trans-
formation can cause a temporary deviation from the
path, especially when the step-size over which the shaft
is moved forward or backward is large. In Figure 4,
each step was set to be the length of one shaft segment.
The forward step-size can, however, also be smaller,
for example, a fourth of the segment length. This will
require that the cables of the shaft are not connected to
every element of the AM mechanism, but to every
fourth element. In that case four instead of one element
embody the full steering range of a single shaft seg-
ment. An advantage is that the difference in position
between adjacent element will be smaller, resulting in a
more fluent transition between steering steps. A draw-
back of this approach is the increasing number of ele-
ments in the AM mechanism. The effect of the step-size
of the advancing step on the path following accuracy
will be investigated in future research.

Once integrated into a surgical instrument, the AM
mechanism will be subjected to loading caused by ten-
sion in the cables. Because antagonist cables are con-
nected to the same element of the AM mechanism as
illustrated in Figure 4, an equal pre-tension in antago-
nist cables will balance out and therefore not cause any
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loading on the AM mechanism. An unequal tension
between antagonist cables caused by the weight and
bending stiffness of the shaft, or external forces will

cause loading of the AM mechanism. When the leader
and follower-elements are locked, this load is supported
by the locking system and will not affect the function-
ing of the mechanism. The loading does come apparent
during the sliding motion of the locked memory-bank
(step 2 in Figure 5). At this point, the follower-elements
are momentarily unsupported and uneven tension
between antagonist cables may cause them to shift. The
range of this shift varies between 0 and 4mm, depend-
ing on the configuration of the mechanism, and the
result is an undesired shape change of the unlocked
shaft. To prevent this undesired movement, there must
be a force present that is higher than the difference in
tension between the antagonist cables. The intrinsic
friction on the cables and follower-elements might
already be sufficient, for example, the shaft of the
MultiFlex of Figure 1(a) includes springs, yet remains
in any bent position due to the intrinsic friction of the
instrument. When the intrinsic friction is not enough,
additional friction must be intentionally induced.
Intentionally inducing friction will increase the operat-
ing force of the AM mechanism, making it only viable
for small loads caused by light shafts with low bending
stiffness or low external forces. The AM mechanism
therefore has the limitation that it cannot handle high
loads during FTL propagation without intentionally
induced friction, which is a topic for future research.
Nevertheless, once the shaft is at rest, its shape is locked
and external loading is possible. Moreover, at this
point, the leader segment of the shaft is free to be
steered for changing the view of the endoscope or for
manipulation purposes.

The schematic representation of Figure 8(a) still only
functions in a 2D plane, and the next step of this
research will therefore be focused on developing an
instrument capable of FTL propagation in 3D space.
An artistic impression of a 3D FTL instrument is pre-
sented in Figure 8(b). As the developed AM mechanism
can only control segments in a single plane, two sepa-
rate AM mechanisms will be incorporated into the
design of this instrument. These two AM mechanisms
will altogether control the 3D movements of the flex-
ible shaft.

A strong benefit of constructing the 3D mechanism
out of two 2D AM mechanisms is that the control over
the horizontal and vertical movement, as seen from an
individual segment, is fully decoupled. The result is two
relatively simple planar mechanisms that function com-
pletely independent from one another, that is, an action
in one mechanism does not affect the other. This
decoupling allows for a design that is fully dedicated to
a single function, allowing great freedom for design
optimization and precise manufacturing.

Another advantage of using a set of two 2D AM
mechanisms is that a 2D mechanism allows easy imple-
mentation of a discrete locking system. Although limit-
ing the motion of each DOF to a number of discrete
intervals, using discrete locking by means of teeth has
an important advantage over using continuous locking

Figure 8. The MemoSlide as a surgical instrument: (a)
schematic representation of how the AM mechanism can be
integrated into an instrument. The AM mechanism and shaft are
placed on a cart, which runs over a gear rack that is fixed to the
ground. Cables connect the segments of the flexibles shaft to
the leader and follower-elements as was illustrated in Figure 4
(cables not drawn). At the top, the leader segment is steered
using a joystick. In the middle, the entire instrument is pushed
one segment length forward while the memory-bank remains
stationary to the ground (illustrated by the cross) and updates
the shape of the shaft. At the bottom, the memory-bank slides
back and the instrument regains its initial configuration. The
transitions between the images represent steps 1–4 of Figure 5.
(b) Artistic impression of an instrument capable of follow-the-
leader propagation in 3D. Based on the MemoSlide, the
instrument incorporates two 2D alternating memory (AM)
mechanisms that separately control the movements in the
vertical and horizontal plane. Steering the instrument is realized
by a joystick, which connects to both AM mechanisms.
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by means of friction. With friction locking, small errors
can occur in case of a mismatch between the memory-
banks, that is, one memory-bank not precisely copying
the configuration of the other due to manufacturing
inaccuracy. These small errors can accumulate as the
copying process is being repeated, resulting in increas-
ing deviations from the initial path and an unreliable
system. As long as the manufacturing inaccuracy does
not exceed the size of a discrete interval, with discrete
locking, these small errors are automatically corrected
as the memory-banks copy each other’s discrete config-
uration exactly. For similar reasons, a few decades ago,
the recording of video and sound switched from analog
to digital as the latter proved to be much more resilient
to the corruption of information.

Conclusion

In this article, we introduced a new AM mechanism for
controlling FTL propagation of a flexible cable-driven
shaft. This mechanism was successfully incorporated in
a prototype called MemoSlide, including a discrete
instead of a continuous locking mechanism, making it
resilient against manufacturing inaccuracies or external
disturbance forces. Tests have proven the mechanism
to work well, being able to transfer any path initiated
by the user along the body of the mechanism without
error. The MemoSlide is, to our knowledge, the first
fully mechanical control mechanism suited for FTL
propagation. Compared to a motor-driven instrument,
it does not require sensors and actuators, overall result-
ing in a less complex and mechanically more robust
control system. The MemoSlide sets the basis for a new
direction in the development of snake-like surgical
instrumentation, with a novel mechanical approach
that opens new design pathways for MIS through com-
pact anatomic environments.
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endoscópica por orificios naturales en nuestro paı́s. Cir
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